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ABSTRACT 

The Dobson Ozone Spectrophotometer measures 
the difference of intensity between selected wavelengths in 
the ultraviolet. The method uses an optical attenuator 
(the "Wedge") in this measurement. The knowledge of the 
relationship of the wedge position to the attenuation is 
critical to the correct calculation of ozone from the 
measurement. The procedure to determine this relation- 
ship is time-consuming, and requires a highly skilled 
person to perform it correctly. The relationship has been 
found to change with time. For reliable ozone values, the 
procedure should be done on a Dobson instrument at 
regular intervals. Due to the skill and time necessary to 
perform this procedure, many instruments have gone as 
long as 15 years between procedures. This article describes 
an apparatus that performs the procedure under computer 
control, and is adaptable to the majority of existing 
Dobson instruments. Part of the apparatus is usable for 
normal operation of the Dobson instrument, and would 
allow computer collection of the data and real-time ozone 
measurements. 


1. INTRODUCTION 

The most important instrument used for ground 
observations of total ozone is the Dobson Ozone Spectro- 
photometer (Dobson, 1957). Originally designed in the 
1920’s, more than 100 of the instruments are in use today. 
The instrument measures the difference between the 
intensity of light at wavelength pairs in the 300-340 NM 
region of the solar spectrum. The pairs (called A, C or 
D) are chosen so light of one wavelength is significantly 
absorbed by ozone. In the instrument, the light of the 
other wavelength passes through a variable optical attenu- 
ator (the wedge). The wedge is adjusted so the light of 
each wavelength is seen as equal at a photomultiplier 
tube. The wedge position gives the intensity difference. 
This measured difference at a specific time, combined 
with the extraterrestrial difference and the ozone absorp- 
tion spectrum indicates the total ozone amount. Normal 


observations of total ozone are made on two wavelength 
pairs to largely cancel atmospheric effects other than 
absorption by ozone. The knowledge of the wedge 
position to the difference of intensity (the calibration) is 
critical for the accurate determination of ozone. This 
paper documents an automated and a semi-automated 
method to determine this calibration. 


2. MANUAL CALIBRATION 

The optical wedge consists of two overlapping 
quartz plates, normally coated with chromel, deposited in 
a gradient. A graduated dial (the R-dial) controls the 
relative overlap through a shaft and taut-band arrange- 
ment. The R-dial is scribed in degrees, 0 to 300, 300 
being the maximum attenuation. Readings of the dial can 
be made to a tenth of a degree. The calibration of the 
wedge is measured by the two-lamp method (Komhyr, 
1980). Two-lamp refers to the external lamp unit. A third 
lamp (the S4 bulb) is fitted in the instrument illuminating 
a slit (S4). The instrument’s internal masks are set so the 
PMT sees only the wedge slit (S3) and the S4 bulb. The 
external two-lamp unit (the X and Y bulbs) is fitted over 
the inlet window with the ground quartz plate in place. 
The unit normally has shutters so one or the other or both 
lamps can be seen by the instrument. The X and Y bulbs 
are adjusted so the R-dial readings on the individual bulbs 
are equal; this is the measurement of the difference 
between the bulb and the S4 lamp. When the instrument 
is simultaneously exposed to both bulbs, this doubled 
intensity produces another, higher reading. The difference 
(Delta R) between the original X and Y readings and the 
higher X plus Y reading is defined as being equal to the 
base ten logarithm of two (0.3010). This number is 
chosen because the calculation of ozone is made with base 
ten absorption coefficients. By varying the S4 lamp 
voltage (thus it’s intensity), the Delta R value can be 
found for any point (R) on the R-dial. The calibration 
procedure is to determine the Delta R for many points on 
the R-dial for each wavelength. A representative plot of 
R versus Delta R is shown in Graph 1. 
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The calibration procedure is quite time-consuming. 
A skilled operator may take several days to produce 
enough points to cover the entire range with confidence 
that the true shape of the R versus Delta R curve has 
been found. One common method of doing this proce- 
dure uses a smoked disk and clock-stylus to record the 
position of the R-dial during each measurement. After 
many points have been taken, the R-dial is read against a 
hairline pointer. The data is hand plotted, and inspected 
for segments of noisy results, or places where more points 
are required to define fully the curve. The process is 
repeated if needed until the operator is satisfied there are 
enough points. A line is drawn by hand through the data, 
and points are picked off this curve at intervals of five 
degrees. 

This R versus Delta R relationship over range of 
the R-dial is then used to form the G-table for the 
instrument at a particular wavelength pair. Table 1 is the 
A wavelength G-table derived from the R versus Delta R 
in Graph 1. This table converts an R-dial reading to a 
logarithmic difference of intensity. When the extraterres- 
trial difference for that instrument and wavelength is 
applied to the table, the result is the N-table, used in the 
calculation of ozone from observations. 

The calibration should be measured: 

> whenever optical adjustments are 
made to the instrument. 

> when comparison with a standard 
instrument shows the need. 

> when repeated ozone observations 
series on clear half days show a 
pattern in the measurements related 
to R-dial position. 

> before and after cleaning of the 
wedges (recommended). 

> at regular intervals, no longer than 
four years. 


3. APPARATUS 

The two-lamp unit has two 250 watt quartz halogen 
bulbs. Each bulb is powered by a separate DC supply, 
which in turn is controlled by an input voltage. Two fans 
cool the unit. Shutters below the lamps are opened and 
closed by lead-screw type stepper motors. The unit can be 
adjusted side to side for centering. The S4 lamp mounted 
inside the instrument is also powered by its own voltage 
controlled DC power supply. 

The Dobson instrument under test has its internal 
high voltage power supply disconnected and the voltage 
supplied by an external voltage controlled power supply. 
The output from the instrument is connected to a circuit 
that converts the analog current signal to a digital and a 
voltage signal, if the unit is used in a semi-automated 
mode, this step is omitted. 


Graph 1. Example R versus Delta R from two-lamp 
wedge calibration. 



Table 1. G-table derived from A-wavelength data in 
Graph 1. 
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A stepper motor is mounted to drive the R-dial 
through a pulley clamped to the R-dial. One step produc- 
es 0.05 degree movement to the R-dial. An optical switch 
to define the zero is mounted under and to the side of the 
R-dial. Gear lash is taken up by a spring. In operation 
under computer control, the position of the R-dial is 
recorded by counting the number of steps sent to the 
stepper motor and summing with the sign of the direction. 
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Again, if the unit is used in a semi-automated mode, this 
step is omitted. 

A Keithley 556 Measurement and Control Proces- 
sor (K556) controls the power supplies for the lamps in 
the two lamp unit, and for the S4 lamp and the shutter 
stepper motors. It also controls the PMT voltage, and 
reads the output voltage and digital state in the fully 
automated mode. A computer directs the K556 through 
a IEEE-488 interface. A Compaq Model II computer was 
used in this system. 

An operator of a manual instrument makes a 
reading by turning the R-dial until an external meter reads 
zero (the balance point). The electronics of the instru- 
ment are designed so at this reading the wavelengths are 
seen as equal at the PMT. The operator adjusts the PMT 
voltage until the meter reading is slightly unsteady, which 
indicates the sensitivity is correct. The actual reading is 
made after setting the PMT voltage by moving the R-dial 
back and forth so the needle moves from one side of zero 
to the other, for about 20 seconds. A clockwork scribe 
scratches a trace on a waxed chart or smoked disk during 
the reading. The operator then moves the R-dial back 
until the scribe is in the center of the trace, and reads the 
R-dial position against a hairline. 

In the automated mode, the system attempted to 
imitate the human operator. The position of the R-dial 
relative to the zero on the meter was determined from the 
digital output from the instrument, and the R-dial was 
moved in the direction of the zero until the output 
changed state. The system repeated this until the R-dial 
was very close to the balance point. While the system 
monitors the noise level of the output signal, the PMT is 
adjusted for a certain noise level. The R-dial is then 
moved slowly back and forth so the output signal moves 
through zero. At each change of state the position of the 
R-dial is recorded. After a set number of reversals, the 
average of the positions is taken as the reading. 

4. AUTOMATED OPERATION 

In the fully automated mode, the system and 
operator followed these steps to find a R versus Delta R 
curve: 

1. The lamp unit was centered on the instru- 
ment by the operator under the direction of 
the computer program. 

2. The zero position was found and entered 
into the computer by the operator. 

3. By turning the R-dial to various positions, 
and varying the S4 voltage until the output 
signal from Dobson was zero, the relation- 
ship of R-dial position versus S4 lamp volt- 
age was determined. This was done also 
under the control of the operator. The X 
and Y lamps are also adjusted mechanically, 
and their individual power supplies adjusted, 


so each lamp has separately equal R-dial 
readings. 

4. The operator would give the computer 
program a starting and ending point on the 
R-dial, as well as an increment. The pro- 
gram would drive the system through the 
measurement, opening and closing shutters, 
adjusting voltages, moving the R-dial, and 
making readings. A first guess for the S4 
voltage at an R-dial reading on a single 
lamp was made from the data obtained in 
step 3, then R-dial was turned to the R- 
reading. The actual reading for the X lamp 
would be found as described above. The 
reading for both (X + Y), and for the Y 
alone, was found next. If the readings for 
the X and the Y differed by 0.5 degree or 
more, the system adjusted the voltage on 
the bulbs, and repeated the readings and 
adjustment until they did agree. 

The data was displayed and saved on disk. After 
a run, the operator would view the data plotted on the 
computer screen, and decide if more points were required 
to fully define the curve, or if the data was acceptable. 

5. DISCUSSION OF RESULTS WITH THE AUTO- 
MATED VERSION 

This unit was tried on several instruments with 
varying degrees of success. The wedge calibration on 
these instruments had been measured by a highly skilled 
operator shortly before the automated unit was tried. In 
each case, the automated unit produced curves similar to 
the human operator, but each instrument produced new 
problems. The first version of the unit had lamp power 
supplies that were adjustable only over a short range of 
output voltage, moreover were poorly regulated in this 
application. The results were still encouraging, and new 
power supplies were bought for further development. 
After testing on several more Dobson instruments, these 
problems were evident: 

1. The heavy R-dial combined with uneven 
friction characteristics of the wedge slides 
made it difficult for the stepper motor 
always to start and stop without error. The 
data points produced by the system were 
not always repeatable. This could be mini- 
mized by resetting the R-dial drive to zero 
more often, but increased the time to obtain 
a curve. The data was less reliable; requir- 
ing more points for a useful curve. 

2. The relationship of the S4 voltage to the R- 
dial position varies with intensity of the Y 
and X lamps. The process of obtaining 
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equal X and Y readings changed this rela- 
tionship. The solution again increased the 
time required for determining the R versus 
Delta R curve. 

3. Individual Dobson instruments have individ- 
ual response times (i.e. , how quickly the 
output signal changes when the wedge is 
moved slightly in the region close to the 
balance point). This response time is also 
dependent on the PMT voltage, the intensity 
of the lamps, and rate of change of wedge 
density. This could be accounted for in the 
software, but required selection of parame- 
ters after some data had been taken. 

4. The mechanical connection between the R- 
dial and the stepper motor was not perfect. 
The pulley clamped on to the R-dial would 
sometimes not be rotating on the axis as the 
R-dial. This also could be accounted for, 
but required time with each mounting of the 
pulley. 

5. Measurements below five degrees on the R- 
dial were not possible due to mechanical 
constraints. These are important points on 
the curve; they were taken manually by the 
operator. 

The solutions to these problems were time-consum- 
ing; the automated calibration was taking as much time as 
a manual calibration. The necessary teaching of the 
software for the individuality of the instrument was 
complex. 

7. SEMI-AUTOMATED OPERATION 

A shaft encoder with 0. 1 resolution and a counter 
was added to the system described above. The computer 
reads the counter through an RS-232 interface. The 
encoder is mated to the R-dial by a replacement R-dial 
mounting bolt that passes through the axis of rotation. 

The PMT high voltage is controlled by the opera- 
tor, who makes the measurements manually. The comput- 
er controls the S4 lamp, the two lamp unit’s shutters, reads 
the encoder and records the data. 

The measurement of the R versus Delta R for a 
wavelength pair curve with the semi-automated system 
consists of these steps: 

1. At ten degrees R-dial reading, the operator 
finds the S4 voltage for this position for a 
single lamp. The operator has control, 
through the computer, over the opening and 
closing of the shutters, and the S4 voltage. 


The two-lamp unit is adjusted mechanically 
and the voltage on the lamps adjusted until 
each single bulb produces the same R-dial 
position. 

2. The S4 voltage is increased so the R-dial 
position for the X or Y bulb is zero. The 
operator then manually finds the X+Y 
position. The S4 voltage is then set back to 
that for the 10 degree R-dial reading. 

3. Step one is repeated at R-dial positions 150 
and 300. The X and Y readings are 
checked to verify they are equal. 

4. The computer system is given the starting 
point, the ending point, and the increment 
on the R-dial. 

5. The system sets the S4 voltage for a point, 
opens the X shutter, and then prompts the 
operator with an audio signal. 

6. The operator starts the measurement. After 
a short period to allow the operator to find 
the correct PMT voltage and R-dial position 
and to start tracking the output signal on 
the microampmeter, the system reads the 
encoder ten times. The average is taken as 
the reading. 

7. Step 6 is repeated for the Y and the X+Y 
reading. 

8. The system displays the X, Y, X+Y, R and 
Delta R for the operator. The operator can 
inspect and if needed, adjust the two-lamp 
mechanically to keep the X and Y readings 
equal. The procedure for this particular S4 
voltage can be repeated at the operator’s 
option. 

9. Steps 5 through 8 are repeated for the 
succession of S4 voltages to make the mea- 
surements through the interval selected at 
the increment selected. 

After the data has been taken, the operator can 
display plots of the data on the computer screen to 
determine if more points are needed to define fully the 
curve. The data can be quickly edited, and smoothed. 
Points are rejected based on the X-Y difference, and 
inspection of the general shape of all three curves. 
Smoothing is done by inspection also. The edited and 
smoothed data is used to produce wedge density tables 
such as the one in Table 1. 
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8. DISCUSSION OF RESULTS FROM SEMI- 

AUTOMATED OPERATION 

This semi-automated version of the apparatus is 
quicker than the automated version. Set-up is easier with 
the process of finding the correct parameters for the 
computer program minimized. The apparatus is installed 
on the instrument in about one hour. To find the curve 
for the three wavelengths subsequently took approximately 
three hours. 

There are several places for improvement in the 
semi-automated operation. The apparatus is not very 
portable. The software is not user friendly. Newer 
computers and control devices would be cheaper and 
more compact. The two-lamp unit mechanical adjustment 
arrangement needs improvement. Adding the stepper 
motor to the encoder version could solve some of the 
problems with the fully automated version. 

9. CONCLUDING REMARKS 

The apparatus performs wedge calibrations semi- 
automatically much quicker than manually, with the result 
that calibrations can be made more often. 


The encoder attachment to the Dobson instrument 
obviously can be used for normal observations. A comput- 
er can be used to prompt an observer through the obser- 
vations, and collect and store the data for processing. The 
program could give a calculation of the ozone amount 
very soon after the observation. The result of this would 
be more consistent observations. 
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